
Connect the blood pressure dock with
your iPod touch®, iPhone®, or iPad®.

Download the free “iHealth” App from the 
App Store.

Open the iHealth App and follow the 
on-screen instructions to commence. 

Avoid movement – Eating, smoking or 
talking during the blood pressure dock 
operation will cause errors in readings.


